Reliable uterine activity (UA) monitoring is essential for the accurate interpretation of fetal heart rate tracings. Inadequate contraction monitoring, particularly in the setting of oxytocininduced hyperstimulation, is common in litigation cases.
Recently, several groups have reported monitoring UA via electrohysterography (EHG) [5] [6] [7] [8] : recording of the electrical activity of the uterus from the maternal abdominal wall. Our group has similarly reported improved reliability of EHG over Toco, using IUPC as the gold standard. 5 The aim of the current study is to evaluate the quality of each method's UA tracing by clinician assessment.
Methods
This study is an analysis of the UA data from a larger study targeting fetal heart rate comparison of noninvasive fetal electrocardiogram via abdominal electrodes, with fetal scalp electrode (FSE) and ultrasound. The study was conducted at UF Health (Gainesville, FL) and Winnie Palmer Hospital for Women and Babies (Orlando, FL). The institutional review boards at each institution approved the identical protocol (project number 346-2010 on September 2, 2010) and all subjects provided written, informed consent. Adult women admitted to the labor and delivery suites at term (!37 weeks of gestation) in active labor with a singleton fetus in cephalic presentation, without bleeding, uterine scar, or evidence of chorioamnionitis, and with an IUPC and/or FSE in place for obstetric indication, were eligible for inclusion. Maternal positioning in the labor bed was not restricted. For the present report, we include only those subjects with a valid IUPC trace for at least 30 minutes during monitoring and who met the following criteria: after allowing 10 minutes for stabilization of all signals, at least one 30-minute UA strip during Stage 1 with all three monitoring modalities and/or at least 10 minutes during Stage 2. Following skin preparation by gentle rubbing with abrasive gel, six 3-cm 2 Ag/AgCl 2 electrodes (Ambu; Glen Burnie, MD) were placed on the maternal abdomen: four surrounding the navel forming a diamond, each approximately 7.7 cm from the navel. To reduce environmental noise, driven right leg and common mode electrodes were placed on the subject's left flank. These electrodes should record little of the desired signal and therefore were used to subtract noise common to all electrodes. The electrodes were connected to the amplifier in a monopolar fashion. Electrode positions were modified slightly for each patient, as required by the location of the tocodynamometer and ultrasound. Because the signals from uterus and fetal heart are small, impedance (the resistance to signal flow between electrode and skin) of each electrode was measured (General Devices EIM-105 Prep-Check; Ridgefield, NJ), and the skin was re-prepped to achieve an impedance below 10 kΩ at each site. The recorded signals were fed to a four-channel highresolution, low-noise unipolar amplifier. All four signals were measured with respect to a reference electrode. The amplifier design employed driven right leg circuitry to reduce common mode noise between the patient and the amplifier. The amplifier À3 dB bandwidth was 131 Hz.
Data from each patient included a UA channel from two maternal-fetal monitors: Toco (Corometrics, GE Medical Systems, Waukesha, WI) and IUPC (Corometrics at UF Health, and Avalon, Philips Healthcare, Andover, MA, at Winnie Palmer) sampled at 8 Hz with 8-bit resolution. These cardiotocographs reported the Toco-and IUPC-derived contraction curves. Data also included output from four abdominal EHG channels sampled at 500 Hz with 24-bit resolution.
To produce the EHG contraction curve, the four EHG channels were band pass filtered between 0.2 and 1 Hz to eliminate low-and high-frequency noise while preserving the main contraction power, and adaptively combined based on their signal-to-noise ratio to create the EHG UA trace. The output was then down-sampled at 8 Hz and normalized to scale the signal from 0 to 100 units for direct comparison with Toco and IUPC tracings. All three UA curves were stored electronically for subsequent analysis. The clinician caring for the patient was blinded to all but the IUPC tracing. The research assistant was instructed to adjust the Toco to acquire the best possible tracing throughout the data collection.
Each collection for the first 10 minutes was discarded to allow for stabilization of all signals. Each tracing was reviewed for the presence of Toco and IUPC waveforms, and segments were discarded if either was absent. From the remaining data, for Stage 1, 30-minute segments were identified by computer software that randomly selected the starting point with the constraint that data segments not overlap. One segment was selected for each strip with less than 60 minutes of remaining duration, two for all others. For Stage 2, all available 30-minute segments were selected for analysis. If the Stage 2 segment duration was between 10 and 30 minutes, a continuous 30-minute segment, which includes the length of Stage 2, was taken for analysis.
A Web-based application was developed to display the segments of UA for evaluation. Four clinicians (two obstetricians and two labor and delivery nurses) participated. The application presented a single UA segment at a time, in random order. Clinicians were blinded to the source (IUPC, Toco, or EHG) and subject. For each tracing, the clinician marked contraction locations and uninterpretable UA regions. All markers were saved for future analysis. A 10-minute example including all three modalities is provided in ►Fig. 1, though during the study the segments were presented individually.
Although we selected segments where the IUPC tracing was clear, clinicians still identified uninterpretable sections. Using the IUPC as the gold standard, where its tracing was marked interpretable, the corresponding time periods of Toco and EHG were investigated. Interpretability of the UA systems was compared using positive percent agreement (PPA), defined as the percentage of time the noninvasive technology (Toco or EHG) was also marked interpretable. Contractions marked on the Toco/EHG signal that have a peak within 30 seconds of that marked on the IUPC signal are "consistent" contractions. 9 False positives are UA contractions marked by clinicians in a Toco/EHG tracing and not in the corresponding IUPC tracing. False negatives are UA contractions marked in an IUPC tracing and not in the corresponding Toco/EHG tracing. Contraction peak delay for each true positive was computed by estimating the delay at which the cross-covariance between the contraction signal from Toco/EHG and IUPC is maximized. For each stage of labor and each patient, the American Journal of Perinatology performance characteristics were averaged across data segments when more than one was selected. Demographic characteristics were compared using the two-sample t-test. Descriptive statistics, reported as medians with interquartile ranges (IQRs), were computed for all performance characteristics for the entire dataset and for those with body mass index !30. Either t-tests (normally distributed) or Wilcoxon signed-rank tests (non-normally distributed) were used to compare the quality of EHG and Toco for PPA, false positives, false negatives, and contraction delay (time between peak of IUPC and peak of EHG/Toco). Additionally, median differences in contraction delay were examined using the Hodges-Lehmann estimator. Statistical tests were performed with Matlab R2013 (Mathworks, Natick, MA) and JMP 11 (SAS Institute, Cary, NC) and were considered statistically significant when p < 0.005, to account for multiple comparisons via a Bonferroni correction.
Results
Of the 167 subjects enrolled in the larger study, 105 met the inclusion criteria for this report: 66 at UF Health and 39 at Winnie Palmer. In total 13,129 minutes of UA was acquired simultaneously with all three modalities. Stage 1 analysis included 172 segments from 102 subjects. Stage 2 analysis included 60 segments from 31 subjects.
Demographic characteristics of the subjects are listed in ►Table 1. Subjects at UF Health were slightly younger (p ¼ 0.017) than those at Winnie Palmer, and more Stage 2 data were acquired at UF Health, but otherwise the groups were comparable.
Nearly all IUPC and EHG tracings were interpretable, with a median of 0% for both IUPC and EHG of Stage 1 tracings marked problematic and <4% of Stage 2 tracings (IUPC ¼ 3.5%; EHG ¼ 1.6%) for either device. Conversely, for more than one-third of the time for both Stage 1 (46.5%) and Stage 2 (41.3%), the Toco tracing was marked uninterpretable; this difference between EHG and Toco tracings was statistically significant (p < 0.0001).
►Table 2 displays the interpretability (PPA) and contraction peak delay scores for EHG and Toco compared with the standard. The PPA for EHG exceeded Toco for all tracings (p < 0.0001), and for the obese subset (p < 0.0001). All clinicians identified significantly more EHG contractions for EHG (87%) and IUPC (95%), while Toco was significantly lower (68%). Identified contraction frequency was also lower for Toco than for EHG relative to IUPC. In a report by Reinhard et al, 7 four gynecologists reviewed EHG and Toco tracings from first and second stages of labor. Tracings were graded as "adequate" or "inadequate," with the former defined as "a recognizable and reliable pattern with a baseline calibration at or below 20 mm Hg (20%)." Only contractions that occurred during "adequate" periods were counted. The group found no inadequate EHG tracings compared with inadequate Toco during approximately 10% of the simultaneous recording time. This in part explains the higher number of detected contractions for EHG. Perhaps more interesting is the variability in contraction counts for the Toco. The authors attribute this not to a difference in the duration of segments labeled adequate by each observer but rather to the greater difficulty interpreting Toco tracings. Performance of the Toco is affected by the low sensitivity of the device, particularly in the obese; the necessity of calibration; and the frequent need for position adjustment to overlie the fundus. A limitation of this study is selection bias. All subjects had an IUPC placed for obstetric indication, often because of an inadequate tracing. The protocol did require continued attempts to acquire an acceptable Toco tracing, but it was not used for clinical decision making. This does not diminish the finding that EHG functioned well in the setting of an inadequate Toco. In settings such as preterm labor and premature rupture of membranes, where an IUPC is contraindicated, or undesirable, EHG can provide a much-needed alternative to Toco.
Weaknesses of this study include the use of only four clinicians, one of whom reported a significantly higher PPA for EHG than the others. Because removal of her data did not change the results, and inclusion only increased the validity of EHG, the authors believe it unlikely that inclusion of additional reviewers would substantially alter the conclusions. The lack of a standard definition for "uninterpretable" may be a weakness. Reviewers were instructed that all subjects were in active labor and having contractions, and to mark uninterpretable regions. Further they were instructed to "assess the traces as if this were a real life situation." Three of the four clinicians had similar PPA and therefore likely shared a definition of "interpretable." A more strict definition may have lessened the variability, but the goal was to mimic real clinical use.
Since these data were collected, the LaborView (OBMedical, Newberry, FL) device has acquired FDA approval. Currently, pricing information is unavailable. The disposable electrode array will be more expensive than a reusable tocodynamometer, and likely more expensive than an IUPC. Off-setting this cost would be a potential reduction in the need to place IUPCs, together with a reduction in complications from that placement. An intangible cost saving would be reduction in nursing time adjusting the Toco position or calibration. The device is wireless, facilitating maternal movement such as position changes in bed, and movement to a chair. Recording during ambulation introduces substantial noise to the signal and is not currently a feature of the device.
To our knowledge, this is the first report of expert visual comparison of EHG, Toco, and IUPC tracings. Our team of clinicians found the EHG to be superior to Toco, even in obese patients, approaching the quality of IUPC tracings for reporting qualitative UA.
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